Direct intraoperative continuous monitoring of intraocular pressure.
We present a system of intraoperative continuous monitoring of intraocular pressure (IOP) consisting of a sterilizable pressure sensor attached to a digital monitor and an analogic recording instrument. Used in conjunction with an anterior-chamber maintainer, IOP may be accurately maintained at a specific and desired level.